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Shipment: 295 Non Potable Water Chemistry
Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

ID Target* Limits Limits
Sample: Non Potable Water Base/Neutrals
2,4-Dinitrotoluene ug/L 9536 USGS <043 <200* Satisfactory
EPA Code: N/A 0-3116-87 64 passed out of 68 reported resulls.
2,6-Dinitrotoluene ug/L 9536 USGS 137 140 70.7 -210 Satisfactory
EPA Code: N/A 0-3116-67 63 passed out of 67 reported resulls.
2-Chloronaphthalene ug/L 9536 USGS 68.9 65.6 26.3-105 Satisfactory
EPA Code: NI/A 0-3116-87 67 passed out of 69 reported results.
4-Chlorophenyiphenyl ether ug/L 9536 USGS <034 <250" Satisfactory
EPA Code: N/A 0-3116-87 68 passed out of 69 reported results.
4-Bromophenylphenyl ether ug/L 9536 USGS 56.5 61.2 243-98.2 Satisfactory
EPA Code: N/A 0-3116-87 66 passed out of 67 reported results.
Acenaphthene ug/L 8536 USGS 54.8 56.0 28.2-83.7 Satisfactory
EPA Code: N/A 0-3116-87 73 passed out of 76 reported results.
Anthracene ug/l 9536 USGS 18.0 26.9 13.6-40.3 Satisfactory
EPA Code: N/A 0-3116-67 71 passed out of 76 reported results.
Acenaphthylene ug/L 9536 USGS 68.8 934 46.3 - 140 Satisfactory
EPA Code: N/A 0-3116-87 70 passed out of 75 reported results.
Bis(2-chloroethyl)ether uglL 9536 USGS 67.0 65.4 23.9-107 Satisfactory
EPA Code: NIA 0-3116-87 68 passed out of 69 reported results.
Bis(2-chloroethoxy)methane ug/L 9536 USGS 136 135 67.8 - 202 Satisfactory
EPA Code: NIA 0O-3116-87 65 passed out of 69 reported results.
Bis(2-chloroisopropyl}ether ug/L 9536 USGS <038 <300" Satisfactory
EPA Code: N/A 0-3116-87 68 passed out of 69 reported results.
Bis(2-ethylhexyl)phthalate ug/L 9536 USGS 85.4 119 42.5-196 Satisfactory

EPA Code: N/A 0-3116-87 72 passed out of 73 reported results.



